There are few publications on the normal ERG parameters and usually each laboratory determines its own criteria ofnormality with its own techniques (Jacobson, 196 I). However, because ofsome doubts as to the reliability of results using non-corneal electrodes in clinical work, the normal range of ERG parameters recorded with our technique is reported in the present paper.
amplitude but can be easily distinguished from larger amplitude background activity using 'averaging' techniques with the aid of a computer. The combined potential change from the retina of each eye is recorded unless one eye is covered during stimulation. This technique has been used as part of a combined neurophysiological testing procedure in which the ERG, the cortical visually evoked response (VER), and the electroencephalogram (EEG) are simultaneously recorded (Harden and Pampiglione, I970) . This combined approach, which gives information about the level of suspected visual impairment, may be used in babies and young children who are unable to co-operate. No sedation is necessary and where possible the test is carried out in the waking state, with the eyes open.
There are few publications on the normal ERG parameters and usually each laboratory determines its own criteria ofnormality with its own techniques (Jacobson, 196 I) . However, because ofsome doubts as to the reliability of results using non-corneal electrodes in clinical work, the normal range of ERG parameters recorded with our technique is reported in the present paper.
Material and methods 62 children aged 12 mths to 14 yrs without suspected cerebral or visual disorder were selected for this test procedure. All the children were awake (no sedation or mydriatics were given) and, although some of the younger ones were not able to co-operate, it was usually possible to have the eyes open throughout the stimulation period. No selection was made to exclude unco-operative children. When possible a separate record was also taken for comparison with eyes closed during the waking state.
The electrode recording the ERG was a silver/silver chloride disc (as commonly used for EEG) filled with saline jelly and placed on the bridge of the nose between the eyes. The electrode was covered and held in place with elastoplast. A similar electrode placed on the scalp at the vertex was usually used as a reference. The skin resistance between these two electrodes was reduced to 5-I0 KQ. Results All the normal children tested showed an easily recognizable response from the non-corneal electrode and the typical wave form of this ERG is shown in Fig. I . This response is similar in wave form and latency to the usual ERG recorded from corneal electrodes by other workers showing an initial negative component ('a' wave) followed by a larger positive potential ('b' wave). The ERGs recorded from a corneal electrode (under general anaesthesia) and from a non-corneal electrode on the bridge of the nose (in the waking state) have been compared in an 8-month-old infant (see Fig. 2 ). Both records were carried out with the same stimulus and amplifying apparatus. The wave form is similar although the amplitude of the response recorded from the cornea is considerably larger (approximately 20 Stimulus at arrow; time marker 23msec.
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With monocular stimulation the amplitude of the whole ERG complex from each eye was approximately half that seen when both eyes were stimulated. When the eyes were closed voluntarily throughout the testing procedure there was always a marked diminution in the amplitude of the ERG response (sometimes becoming nearly unrecognizable). There was also some change in latency and wave form (Fig. 3) (a) Amplitude The amplitude of the first negative component ('a' wave) was measured from a baseline recorded for 25 msec. preceding the stimulus. The amplitude of the positive component ('b' wave) was measured from this same baseline. These values, together with the total amplitude of the 'a/b' complex (peak to peak values which are often regarded by many workers as the 'b' wave amplitude), are listed in Table IA for the whole group of children.
The amplitude of the 'a' wave was usually about half that of the 'b' wave and there was a smaller interindividual scatter of values for the 'a' wave than for the 'b' component. If the values are compared at different ages (Table IIA) the mean amplitude of the 'a/b' complex was somewhat smaller in the younger age groups (under 3 yrs). However, when the highest values were considered in each age group, the difference was minimal. The values for the peak latency of both 'a' and 'b' components are shown in Table IB and appeared to be remarkably constant with no difference in the younger age groups (Table IIB) .
(c) Duration
There was no measurable delay between the stimulus and the onset of the 'a' wave. The duration of the 'a' wave was therefore measured from the stimulus to the point where the descending portion ofthe 'a' wave crossed the baseline. The 'b' wave duration was measured from this point (the end ofthe 'a' wave) to where the ascending part ofthe 'b' wave recrossed the baseline. These values (and their sum) for the whole control group are given in Table   IC . The duration of the 'b' wave was somewhat more variable than that of the 'a' wave but there was no marked difference between age groups (Table IIC) Stephens, Inomata, Cinotti, Kiebel, and Maney, 1971 . In babies and unco-operative children, electrodes very near the eye or on the eyelid may be a cause of irritation, but the electrode placed on the bridge of the nose is easily applied and is tolerated very well.
The peak latencies and duration of the 'a' and 'b' components are very consistent in all age groups studied, although there are considerable variations in amplitude. It is known that the newborn child shows only a small amplitude ERG which gradually assumes adult size (Zetterstrom, I969 Noonan, Wilkus, Chatrian, and Lettich (I973) have shown that direction of gaze influences the size of the ERG response from periorbital electrodes in different positions around the eye and the polarity was reversed when the response was recorded in lateral gaze from the temporal electrode. By stimulating both eyes simultaneously, with the technique described in this paper the ERG is probably not so greatly affected by eye movements.
We have aimed at recording a fairly maximal response (with proportionately large 'a' component) by using a high-intensity flash close to the eyes. However, no special attempt has been made to separate cone and rod components. The room was not darkened in order not to frighten the child and true dark adaption would be difficult to achieve when a fairly large number of responses must be averaged in a short period. However, it is possible to carry out stimulation with faster flash frequencies to determine flicker fusion and also with different intensities and wavelengths of stimulus if and when necessary.
The technique has now been satisfactorily carried out on a variety of patients ranging from babies to adolescents with suspected disorders of vision. Experience has shown that the method appears to give reliable and useful information for clinical problems at all ages and is especially useful when combined with VERs and EEG (Harden and Pampiglione, I 970). There are also other advantages in carrying out this technique by workers primarily concerned with electrophysiological measurements. If the records are to be relatively artefact-free, skillful handling of unco-operative patients is essential. This can often best be done by staff who are used to managing active, young and retarded patients in the waking state for this type of test procedure.
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